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Abstract

Advances in the “omics” field bring about the need for a high number of good quality sam-
ples. Many omics studies take advantage of biobanked samples to meet this need. Most of
the laboratory errors occur in the pre-analytical phase. Therefore evidence-based standard
operating procedures for the pre-analytical phase as well as markers to distinguish between
‘good’ and ‘bad’ quality samples taking into account the desired downstream analysis are
urgently needed. We studied concentration changes of metabolites in serum samples due
to pre-storage handling conditions as well as due to repeated freeze-thaw cycles. We col-
lected fasting serum samples and subjected aliquots to up to four freeze-thaw cycles and to
pre-storage handling delays of 12, 24 and 36 hours at room temperature (RT) and on wet
and dry ice. For each treated aliquot, we quantified 127 metabolites through a targeted
metabolomics approach. We found a clear signature of degradation in samples kept at RT.
Storage on wet ice led to less pronounced concentration changes. 24 metabolites showed
significant concentration changes at RT. In 22 of these, changes were already visible after
only 12 hours of storage delay. Especially pronounced were increases in lysophosphatidyl-
cholines and decreases in phosphatidylcholines. We showed that the ratio between the
concentrations of these molecule classes could serve as a measure to distinguish between
‘good’ and ‘bad’ quality samples in our study. In contrast, we found quite stable metabolite
concentrations during up to four freeze-thaw cycles. We concluded that pre-analytical RT
handling of serum samples should be strictly avoided and serum samples should always be
handled on wet ice or in cooling devices after centrifugation. Moreover, serum samples
should be frozen at or below -80°C as soon as possible after centrifugation.
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Introduction

Due to technological advances in various omics fields, it is now feasible to measure human
samples in high-throughput analysis. Research projects in areas such as genomics, proteomics
and metabolomics analyze huge sample numbers to obtain reliable results. Therefore, funding
organizations have spent hundreds of millions of dollars in building up large biobanks in recent
years to provide access to the necessary samples for researchers [1, 2]. Nevertheless, the varying
quality of the existing biospecimens in biobanks has been identified as one of the major issues
inhibiting scientific progress [3]. Even before a sample is physically removed from the donor,
aberrant changes to the contained biomolecules can occur; these changes can also result from
all subsequent handling, processing and storage steps [4, 5]. It has been demonstrated that
most laboratory errors occur in the pre-analytical phase [6]. Carefully following standard oper-
ating procedures (SOPs) can reduce the bias imposed by sample handling. Many of the cur-
rently used SOPs, however, are based on “best practices” and not on experimental findings.
Studies addressing such questions under “real life” conditions are therefore urgently needed
[4].

In large-scale epidemiological or clinical studies it can be difficult or even impossible to
treat samples optimally, for example when transport to central laboratories is required [7, 8]. It
is therefore essential that researchers know whether they can use a specific sample or collection
of samples obtained from a biobank or study to address a certain research question. Specific en-
dogenous markers for sample quality would be a great benefit to research involving biobanked
samples. Another important point is that degradation rates and susceptibility to adverse han-
dling conditions differ considerably between different biomolecules. While for example DNA
is quite stable, proteins and some metabolites are rather labile and high sample handling stan-
dards have to be applied to avoid artifacts. As a consequence, quality metrics should be specific
to the desired downstream analysis.

In the context of the BioSHaRE-EU-project, we conducted the study presented here. We fo-
cused on metabolomics as the downstream analysis. Metabolite concentrations provide a direct
readout of biological processes in the human body and are associated with disorders such as
cardiovascular and metabolic diseases [9, 10]. Due to higher metabolite concentrations, serum
has been shown to be better suited for biomarker analysis than plasma [11].

We investigated the influence of up to four freeze-thaw cycles and of different pre-storage
handling conditions on metabolomics parameters measured in serum, based on a targeted
metabolomics approach. We present a measure that is able to distinguish between ‘good’ and
‘bad’ pre-analytical sample quality in our study.

Material and Methods
Study population

19 healthy male volunteers were included in the study and written informed consent was ob-
tained from all participants. The study was approved by the “Ethikkommission der Bayerischen
Landesdrztekammer” and by the data security officer of the Helmholtz Center Munich. Study
participants were aged between 20 and 35, were normal weight according to the German Socie-
ty for Nutrition (Deutsche Gesellschaft fiir Erndhrung: body mass index between 20 and 25)
and were not taking permanent medication and no medication at all 48 hours prior to blood
sampling. Subjects were examined (height, weight) and asked to provide data on their lifestyle
habits (alcohol, nicotine and food consumption 24 hours prior to sampling). Of 19 partici-
pants, 7 were smokers and had consumed between 0 and 5 cigarettes in the 8 hours before
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sampling and 6 had consumed alcohol in the 24 hours prior to sampling. All subjects began
fasting eight hours prior to blood sampling (no food, no drinks except water).

Sample handling

Two serum gel monovettes (Sarstedt 02.1388) were drawn from each individual. Sampling
took place as described in BioSHaRE SOP WP5-001-blood withdrawal (www.bioshare.eu). All
relevant time points (blood withdrawal, start of centrifugation, aliquoting, etc.) were recorded
in a biosample protocol for each participant and were within the ranges stated in the SOP.

After sampling, serum monovettes were stored upright for 30 min at room temperature
(RT) to allow for clotting. Serum was separated at 2000 x g for 15 min at 15°C. Serum from
both monovettes of each individual was pooled in precooled (ice-water) round bottom tubes
and mixed.

Pooled serum of each participant was aliquoted in 13 aliquots of 100 pl in precooled cryo
tubes, resulting in one aliquot for each of the freeze-thaw and handling conditions. 500 ul of
serum of each subject was additionally transferred to a 15 ml tube to obtain a serum pool of all
participants to be used as a technical reference. Pooled serum was mixed and 200 pl aliquots
were prepared in precooled cryo tubes. When the serum pool was completed, the time was re-
corded as time point zero for the handling experiment. All handling steps were carried out on
ice and aliquots were kept on ice until time point zero. The time span between the centrifuga-
tion of serum of the first participant and time point zero was 5 hours.

All serum pool aliquots, aliquots from each participant for the freeze-thaw experiment and
the reference samples from each individual were immediately frozen in liquid nitrogen and
stored at -80 °C (Fig 1).

Freeze-thaw cycles

Serum aliquots of each participant were stored at -80°C and subjected to up to four freeze-thaw
cycles. A freeze-thaw cycle consisted of thawing aliquots for one hour at RT, mixing them thor-
oughly and setting them back to -80°C. Aliquots of each participant were either only thawed
once for analysis (reference sample) or subjected to one, two or three additional freeze-thaw cy-
cles as described above and then thawed for analysis (FT'C 1, FTC 2, FTC 3) (Fig 1). The time
between individual freeze-thaw cycles was one week.

Pre-storage handling conditions

For the examination of different handling conditions before long-term storage and to simulate
sample transport, serum aliquots of each participant were stored on dry ice, on wet ice or at
RT; for each of the storage conditions, the serum aliquots were stored for 12, 24 or 36 hours, re-
sulting in a total of 9 storage condition/time combinations. After the corresponding delay time,
aliquots were frozen in liquid nitrogen and stored at -80°C until analysis. Reference samples
were frozen in liquid nitrogen without delay and only thawed once for analysis (Fig 1). RT was
recorded periodically and was between 22 and 24°C throughout the 36 hours of

the experiment.

Metabolomics measurements

The targeted metabolomics approach was based on flow injection analysis—electrospray ioni-
zation—triple quadrupole mass spectrometry (FIA-ESI-MS/MS) using the Absolute/DQ p150
kit (Biocrates Life Sciences AG, Innsbruck, Austria). This method allows simultaneous quanti-
fication of 163 metabolites from serum [9, 12]: 14 amino acids, hexose (sum of hexoses), free
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Fig 1. Experimental design. 13 serum aliquots from each of the 19 male volunteers and a serum pool of all participants were prepared from blood samples;
one reference sample from each participant and the serum pool aliquots were immediately frozen in liquid nitrogen; a) 9 aliquots for the experiment of pre-
storage handling conditions were kept at RT, on wet ice or on dry ice for 12, 24 or 36 hours and then frozen in liquid nitrogen; b) for the experiment on freeze-
thaw cycles three aliquots of each participant were immediately frozen in liquid nitrogen, stored at -80°C and subjected to one to three additional freeze-thaw
cycles (FTC: 1 hour thawing at RT, mixing, refreezing at -80°C). All aliquots were subsequently stored at -80°C until analysis by a targeted

metabolomics approach.

doi:10.1371/journal.pone.0121495.g001

carnitine, 40 acylcarnitines (Cx:y), 15 sphingomyelins (SM(x:y)), 77 phosphatidylcholines (PC
(x:y)) and 15 lysophosphatidylcholines (LPC(x:y)). Thereby, x:y denotes the number of carbon
atoms (x) and the number of double bonds (y) in the fatty acid side chain(s) of the lipid. Mea-
sures for phosphatidylcholines and sphingomyelins, which contain two distinct fatty acid
chains, include all isobaric PC and SM species with the same sum of carbons and sum of double
bonds in the two fatty acid chains (i.e. PC(38:4) includes PC(18:1/20:3), PC(18:0/20:4), PC
(16:2/22:2), etc.). The analytical specifications for the AbsoluteIDQ p150 kit regarding linearity,
precision and accuracy, reproducibility and stability of metabolite quantifications are described
as part of the analytical specifications document AS-P150 (Biocrates). This document can be
provided by the authors upon request. The method has been proven to be in conformance with
the FDA-Guideline “Guidance for Industry—Bioanalytical Method Validation” (May 2001),
which implies proof of reproducibility within a given error range. In our study, sample
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preparation and measurements were performed as described in [12] and in the AbsoluteIDQ
p150 user’s manual UM-P150. Briefly, after centrifugation, 10 pL of serum was pipetted into a
96 well sandwich plate which contained inserted filters holding stable isotope labeled internal
standards. After drying the filters in a nitrogen stream, amino acids were derivatized with 5%
phenylisothiocyanate reagent (PITC). Filters were dried again and metabolites and internal
standards were extracted with 5 mM ammonium acetate in methanol. The solution was centri-
fuged through the filter membrane of the plate bottom and diluted with MS running solvent.
Liquid handling was performed on a Hamilton Microlab STAR robot (Hamilton Bonaduz AG,
Bonaduz, Switzerland). The prepared samples were analyzed by FIA-ESI-MS/MS on an API
4000 mass spectrometer (AB Sciex Deutschland GmbH, Darmstadt, Germany) using multiple
reaction monitoring (MRM). Metabolites were quantified by reference to appropriate

internal standards.

Treated subject samples were measured once each. To avoid batch effects, all samples from
the same participant were analyzed on the same plate. For quality control, three zero samples
(phosphate buffered saline with internal standards) and five samples of serum pool of all par-
ticipants were measured on each of the four kit plates. To ensure data quality, each metabolite
had to meet two criteria: (1) the coefficient of variance (CV) for the metabolite in the total of
20 pool samples had to be smaller than 25%; (2) 50% of all measured sample concentrations
for the metabolite had to be above the limit of detection (LOD), which was defined as 3 times
the mean of the 12 zero samples. In total, 127 metabolites passed these quality controls. A list
of all 163 metabolites measured and the 127 metabolites which passed the described quality
control is given in S1 Table. Concentrations of all analyzed metabolites are reported in uM.

Statistical Analysis

All statistical analysis was performed in R version 3.1.0 (http://www.r-project.org/), with pack-
ages randomForest (version 4.6.10) and rpart (version 4.1.8).

To investigate the effects of time and temperature on metabolite concentrations we applied
a mixed effects linear regression model for each metabolite, with dependent variable concentra-
tion and fixed effects time, temperature and the interaction of time and temperature, and a ran-
dom effect identifying the study participant. To find significant metabolites, we used the p-
values of the regression coefficients with a Bonferroni correction of p < 1.3 *10™* (p < 0.05/
(3%127)), due to three coefficients per model and 127 models. For the effect of freeze-thaw cy-
cles on metabolite concentrations we used again a mixed effects linear regression model but
with fixed effect number of freeze-thaw cycles and a Bonferroni correction of p < 3.910™*

(p <0.05/127), due to 127 models.

To account for individual variations in the samples, we examined the effect of time and tem-
perature on metabolite ratios, again using a mixed effects linear regression model for each pair
of metabolites, with study participant as the random effect and time and temperature as the
fixed effects. The outcome used was log (concentration of metabolite 1)—log (concentration of
metabolite 2) (logarithms used for ease of calculation). In addition to the p-values for the time
and temperature coefficients, the ‘overall’ p-value of the model was calculated using the likeli-
hood ratio test for the model compared to the null (intercept) model. To further obtain infor-
mation on the added value of examining the ratios rather than the individual metabolites, we
took advantage of the ‘p-gain’ of the temperature coefficient, time coefficient, and overall
model. The p-gain is defined as the increase in the strength of association, expressed as the
change in p-value when using ratios compared to the smaller of the two p-values when using
the two metabolite concentrations individually [13].

PLOS ONE | DOI:10.1371/journal.pone.0121495 March 30, 2015 5/19


http://www.r-project.org/

i;gil’l_(:)£;|<3NE

Metabolite Ratios as Intrinsic Marker for Preanalytical Sample Quality

Considering we ran 8001 (127*126/2) ratio models, we looked for those pairs that resulted
in a p-value <2.8°107° (p <0.05/(8001%3)) and at the same time a p-gain > 240030 (p-gain >
10*3*8001) [13] in either temperature, time or overall model. 235 pairs satisfied these require-
ments. To examine the effect of freeze-thaw cycles on metabolite ratios we looked for pairs
with a p-value <6.3*107° (p <0.05/8001) and a p-gain > 80010 (p-gain >10*8001). No pair
tulfilled these demands.

Our ultimate goal was to find an intrinsic measure to distinguish ‘good’ from ‘bad’ pre-ana-
lytical quality samples. With the changes in single metabolite concentrations and metabolite
concentration ratios we had seen, we were able to define two sets of ‘good’ and ‘bad’ quality
samples in order to perform supervised classification: a stringent criteria set which defines the
reference samples which had been frozen in liquid nitrogen immediately after serum prepara-
tion as ‘good’ quality samples, and samples kept for 36 hours at RT as ‘bad’ quality samples;
and a non-stringent criteria set, which additionally defined all samples kept on dry ice as ‘good’
quality samples, and samples kept for 24 hours at RT as ‘bad” quality samples. Additionally, we
divided our data set into a training set and a test set by randomly selecting 12 participants (NTr.
1,4,5,7,9,11, 12, 14, 15, 16, 18, 19) for the training set and 7 (Nr. 2, 3, 6, 8, 10, 13, 17) for the
test set.

We used a 2-step process for classification based on the training set. First, we determined
the 10 most important variables for the distinction between ‘good’ and ‘bad’ quality samples
using the stringent quality definition (‘good’: reference samples; ‘bad’: 36h at RT). Second, we
constructed the classification rules based on these 10 variables and the samples under the non-
stringent quality definition (‘good’: reference samples and samples from all time points on dry
ice: 48 samples; ‘bad’: 24h and 36h at room temperature: 24 samples).

In the first step, we used Random Forest analysis (RF) [14] to select the most important var-
iables. In addition to “single” metabolite ratios as variables, we considered the following sum
ratios: total lysophosphatidylcholines/total phosphatidylcholines (tLyso/tPC), tLyso/total dia-
cylphosphatidylcholines (tLyso/tPCaa), tLyso/total acylalkylphosphatidylcholines (tLyso/
tPCae) and total amino acids/total acylcarnitines, resulting in a total of 239 variables. Running
500 RF (ntree = 5001, mtry = 80) iterations, we averaged the importance for each variable ac-
cording to the mean decrease in classification accuracy. This gave us a ranking of importance
of the 239 variables.

In the second step, we created a simple classification tree [15] based on the 10 variables se-
lected in step one, using the R package rpart. For this step, we included the samples with the
non-stringent quality definition of the 12 individuals in the training set.

Finally, we applied the resulting classification tree to the samples of the 7 individuals in the
test set. Thereby, we obtained the misclassification rate of the model (under non-stringent defi-
nition of ‘good’ and ‘bad’).

To estimate the robustness of our approach, we additionally tested varying numbers and
combinations of the top ten variables to create further classification trees, and determined their
misclassification rates.

Results

Concentration changes in 24 metabolites due to room temperature
handling

We examined the effects of different pre-storage handling conditions on the concentrations of
the 127 single metabolites which remained after quality control (S1 Table).

Of those 127 metabolites, 24 displayed significant p-values (<1.33*10™*) for the temperature
coefficient. Of those, 18 metabolites additionally yielded significant p-values for the interaction
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Table 1. Metabolites with significant concentration changes due to the pre-storage handling conditions of the samples.

Metabolite name Short name Molecule class p-value of linear regression model ' Direction of change
time temp time:temp
Decadienylcarnitine C10:2 Acylcarnitine 0.578 2.00E-05 0.174 -
Arginine Arg Amino acid 0.016 1.05E-05 9.98E-05 +
Glycine Gly Amino acid 1.55E-04 2.27E-10 1.50E-07 +
Ornithine Orn Amino acid 0.074 5.96E-10 2.49E-07 +
Phenylalanine Phe Amino acid 1.17E-07 4.87E-14 1.48E-12 +
Serine Ser Amino acid 7.51E-07 3.58E-15 7.58E-14 +
Leucine+lIsoleucine Leu+lle Amino acid 0.204 6.41E-06 0.001 +
Lysophosphatidylcholine LPC(14:0) lysoPC(14:0) Glycerophospholipid 1.84E-09 6.32E-18 1.58E-24 +
Lysophosphatidylcholine LPC(16:0) lysoPC(16:0) Glycerophospholipid 3.93E-24 1.65E-25 2.94E-51 +
Lysophosphatidylcholine LPC(16:1) lysoPC(16:1) Glycerophospholipid 1.24E-09 3.60E-18 2.02E-23 +
Lysophosphatidylcholine LPC(17:0) lysoPC(17:0) Glycerophospholipid 2.32E-17 1.41E-21 1.17E-40 +
Lysophosphatidylcholine LPC(18:0) lysoPC(18:0) Glycerophospholipid 1.05E-25 1.09E-25 3.64E-53 +
Lysophosphatidylcholine LPC(18:1) lysoPC(18:1) Glycerophospholipid 3.17E-10 1.90E-21 3.39E-31 +
Lysophosphatidylcholine LPC(20:0) lysoPC(20:3) Glycerophospholipid 3.02E-05 8.71E-15 1.01E-14 +
Lysophosphatidylcholine LPC(20:4) lysoPC(20:4) Glycerophospholipid 2.85E-05 6.38E-14 3.62E-17 +
Diacylphosphatidylcholine PC(30:0) PC(30:0) Glycerophospholipid 0.021 3.00E-06 1.14E-05 -
Diacylphosphatidylcholine PC(32:0) PC(32:0) Glycerophospholipid 0.141 5.70E-05 0.015 -
Diacylphosphatidylcholine PC(32:1) PC(32:1) Glycerophospholipid 7.80E-10 7.94E-12 7.34E-19 -
Diacylphosphatidylcholine PC(32:2) PC(32:2) Glycerophospholipid 0.002 4.52E-08 3.87E-09 -
Diacylphosphatidylcholine PC(34:2) PC(34:2) Glycerophospholipid 0.005 4.72E-06 7.78E-05 -
Diacylphosphatidylcholine PC(34:3) PC(34:3) Glycerophospholipid 4.75E-05 1.04E-10 3.11E-11 -
Diacylphosphatidylcholine PC(34:4) PC(34:4) Glycerophospholipid 0.008 1.61E-05 0.004 -
Diacylphosphatidylcholine PC(36:5) PC(36:5) Glycerophospholipid 0.009 6.17E-05 0.001 -
Acylalkylphosphatidylcholine PC(O-34:1) PC(0-34:1) Glycerophospholipid 0.086 4.65E-05 0.027 -

' metabolites displayed significant p-values (in bold) of the linear regression model either for temperature alone (temp), for temperature and interaction
(time:temp) or for time (time), temperature and interaction; the column on the right indicates the direction of the observed concentration changes.

doi:10.1371/journal.pone.0121495.t001

between temperature and time, and out of which 12 metabolites also showed significant p-val-
ues for the time coefficient (Table 1). We do not find metabolites that are only significant for

the time coefficient or the interaction. This shows that the temperature is the most important
factor in our study and the time only plays a role in combination with temperature.

In the group of 21 acylcarnitines, we found only one metabolite with a significant p-value
for the temperature coefficient, decadienylcarnitine (C10:2; p = 2.00* 107°) (Fig 2). Concentra-
tions for C10:2 already decreased between 0 and 12 hours at RT, thereafter staying more or less

constant. In samples on wet ice, we found slightly lower concentrations as compared to sam-

ples kept on dry ice, and this was also already visible after only 12 hours.
Out of 14 amino acids, concentrations of arginine, glycine, ornithine, phenylalanine, serine
and isoleucine increased significantly during pre-storage handling at RT. For phenylalanine
and serine, p-values for the time coefficient, temperature coefficient and interaction were sig-
nificant; for arginine, glycine and ornithine, only those for the temperature coefficient and the

interaction were significant; and for isoleucine only the temperature coefficient was significant.
The concentration increases became apparent at 12 hours and were clearest for serine (Fig 2).
We also found an increase for samples kept on wet ice in contrast to samples on dry ice for
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Fig 2. Examples of metabolite concentration changes associated to prolonged exposure of samples to room temperature in three metabolite
groups. The displayed concentration values represent the mean of the samples of all 19 participants for the respective pre-analytical condition. The error
bars represent one standard deviation based on the 19 measurements. Concentrations of the acylcarnitine decadienylcarnitine (C10:2), the amino acid

serine (Ser), the glycerophospholipids lysophosphatidylcholine lysoPC(18:0) and diacylphosphatidylcholine PC(34:3) changed due to different pre-storage
handling conditions of samples.

doi:10.1371/journal.pone.0121495.9002

arginine, glycine, phenylalanine and serine. The only amino acid with a trend (not significant)
to decrease due to storage at RT or on wet ice for 36 hours was glutamine.

All but one of the 9 lysophosphatidylcholines (lysoPC(18:2)) showed highly significant
changes due to pre-storage conditions, with p-values for the time coefficient, the temperature
coefficient and the interaction between 10~ and 10™°%; all of these 8 lysophosphatidylcholine
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concentrations increased clearly at RT (Fig 2). This increase was already evident after 12 hours
of handling at RT and continued with longer duration of RT handling. Between samples kept
on dry ice and on wet ice, no concentration difference was visible.

In contrast to lysophosphatidylcholines, concentrations of phosphatidylcholines decreased
when handled at RT. This was mainly true for the diacylphosphatidylcholines (Fig 2).

In the group of acylalkylphosphatidylcholines we also observed a decrease in concentration
during handling at RT, but changes were not as pronounced as for the diacylphosphatidylcho-
lines and were only significant for the temperature coefficient in PC(O-34:1).

Finding an independent intrinsic marker for pre-analytical quality

Although changes due to RT temperature handling of our samples were quite pronounced and
we found a clear signature of degradation of these samples in the data, individual differences
between samples were still much larger and samples could not be differentiated according to
handling conditions by principal component analysis (Fig 3). They rather clustered according
to the individual donors, showing that inter-individual variability was higher than pre-
analytical variability.

As a consequence, cut-off levels for single metabolites, e.g. amino acids and lysophosphati-
dylcholines, are not sufficient to decide if an individual sample is of ‘good’ or ‘bad’ pre-analyti-
cal quality. Therefore, in a second step we calculated metabolite ratios to account for individual
differences, thereby focusing on the processes that lead to changes in the metabolite concentra-
tions [16].

We calculated the ratios of all single metabolite concentrations and the p-gain of these ratios
as described in the Statistical Analysis section. The p-gain was used as a measure to determine
whether a ratio between two metabolite concentrations carries more information than the two
corresponding metabolite concentrations alone.

In total we found 235 metabolite ratios with significant p-values and p-gains (S2 Table).
The highest p-gains were for amino acid ratios, especially for ratios involving glutamine—
which had a downward trend as a single metabolite (not significant)—and those with strong
upward trends, e.g. glycine, serine and phenylalanine. Additionally, ratios of phenylalanine to
tryptophan and threonine, which were not strongly affected as single metabolites, showed high
p-gains.

Ratios between lysophosphatidylcholines and various phosphatidylcholines also displayed
high p-gains as was expected due to the increase in lysophosphatidylcholines and decrease in
phosphatidylcholines during RT handling of samples.

Our ultimate goal was to make a simple classification model so that with given metabolite
ratios from a sample we can determine with high probability whether this sample is of ‘good’
or ‘bad’ pre-analytical quality. To this end, we conducted a two-stage process:

1. We found the variables (metabolite ratios) of greatest importance for classification of the
samples by Random Forest (RF) analysis. For this step we used all 235 ‘single’ metabolite ra-
tios with significant p-values and p-gains (52 Table). Additionally we generated four ‘sum
ratios’ of metabolite groups which showed pronounced changes due to RT treatment of
samples: total lysophosphatidylcholines/total phosphatidylcholines (tLyso/tPC), tLyso/total
diacylphosphatidylcholines (tLyso/tPCaa), tLyso/total acylalkylphosphatidylcholines
(tLyso/tPCae) and total amino acids/total acylcarnitines, giving us a total of 239 variables
for this step. To make sure that only relevant variables would be selected, we used a stringent
definition of ‘good’ and ‘bad’ sample quality in this step: only reference samples were con-
sidered ‘good” and only samples kept for 36 hours at RT were considered ‘bad’.
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Fig 3. Principal component analysis (PCA) of metabolite concentrations. Projecting all samples from each participant treated by different pre-storage
handling conditions on the first two principal components of the PCA based on all metabolite concentrations shows that samples from one participant cluster
together in spite of different pre-storage handling conditions. Reference samples (immediately frozen in liquid nitrogen) are depicted by violet circles.

doi:10.1371/journal.pone.0121495.g003

2. We constructed a model for the classification of our samples using the most important vari-
ables found in step 1. For this step we used a less stringent definition of ‘good’ and ‘bad’
sample quality to be able to include more data points and to have a more realistic approach
resembling laboratory practice: all samples kept on dry ice and reference samples were con-
sidered ‘good” and samples kept for 24 and 36 hours at RT were considered ‘bad’.

These steps were performed on a training set containing the samples of 12 participants. The
samples of the remaining 7 participants were left as a test set for later validation of the
resulting models.
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Fig 4. Metabolite ratio importance plot. The importance for each metabolite ratio in classifying samples into ‘good’ or ‘bad’ pre-storage handling conditions
was assessed by the average decrease in classification accuracy found in 500 Random Forest analysis iterations (the full names of the metabolites can be

foundin S1 Table).
doi:10.1371/journal.pone.0121495.g004

The RF analysis led to the ranking of the importance of the variables according to the mean
decrease in classification accuracy, seen in Fig 4. The most important variable was a sum ratio,
tLyso/tPC.

Fig 5 shows a bar plot of this ratio for all handling groups. The two other lysophosphatidyl-
choline/phosphatidylcholine sum ratios, tLyso/tPCaa and tLyso/tPCae, were the second and
third most important variables. Among the ten most important variables were other ratios con-
taining single lysophosphatidylcholines and phosphatidylcholines, showing the importance of
this metabolic process for the distinction between ‘good’ and ‘bad’ pre-analytical treatment in
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Fig 5. Ratio of total lysophosphatidylcholines to total phosphatidylcholines. The displayed concentration values represent the mean of the samples of
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lysophosphatidylcholines to total phosphatidylcholines (tLyso/tPC) in samples treated by different pre-storage handling conditions increases with time during
RT treatment.

doi:10.1371/journal.pone.0121495.9005

our study. The second metabolic process reflected in the top ten variables from step one in-
volves amino acids, with the ratios glutamine/serine (Gln/Ser), glutamine/ornithine (Gln/Orn)
and arginine/glutamine (Arg/Gln) ranked fifth, seventh and eighth, respectively.

To construct the classification tree we used the top ten variables from Fig 4. Taking all 10
variables results in a tree with only tLyso/tPC and Gln/Ser as branching points with the follow-
ing cut-off values: a sample with tLyso/tPC > 0.12 and GIn/Ser < 4.71 was classified as a sam-
ple with ‘bad’ pre-analytical quality.
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When we classified our samples with this tree based on the non-stringent definition of
‘good ‘ and ‘bad’ we achieved misclassification rates below 5%, namely 0.042 (3/72) for the
training set and 0.048 (2/42) for the test set.

To test the robustness of our approach we built further models with varying combinations
of the top ten variables. Those models that contained an amino acid variable and a lysopho-
sphatidylcholine/phosphatidylcholine variable gave very similar misclassification rates (S3
Table).

We applied the model with tLyso/tPC and GIn/Ser to the remaining handling groups (wet
ice samples, 12 hour RT samples). All samples kept on wet ice for 12, 24 and 36 hours were
classified as ‘good’. For 12 hour RT samples, 14 were classified as ‘good’ (74%) and 5 as ‘bad’.
Fig 6 shows the distribution of all analyzed samples by the tLyso/tPC and GIn/Ser model.

Stable metabolite concentrations during four freeze-thaw cycles

No significant single metabolite concentration changes were seen in up to four freeze-thaw cy-
cles (SI Table). Additionally, no metabolite ratio fulfilled the demand of having a significant p-
value < 6.3*10"° of the linear regression model and a p-gain > 80010. Only one metabolite
ratio, between glycine and threonine, had a significant p-value and a moderate p-gain of 10154
(S2 Table). S1 Fig displays this metabolite ratio for the four freeze-thaw cycles.

For some of the amino acids, namely glycine, methionine, phenylalanine, tryptophan and
tyrosine, we observed slight concentration increases with rising numbers of freeze-thaw cycles.
In S2 Fig this trend is illustrated for phenylalanine.

Discussion

We studied concentration changes of 127 metabolites in serum samples due to pre-storage
handling conditions as well as due to repeated freeze-thaw cycles.

Marked concentration changes in metabolites due to pre-storage
handling

Our experiment with different pre-storage handling conditions shows pronounced changes in
various metabolites due to handling at RT. From the results of the linear regression model we
conclude that the important factor for these changes is the temperature at which samples are
handled (dry ice vs. wet ice vs. RT) and the interaction between temperature and handling
time, but that handling time alone (storage delay) does not have a major effect. The concentra-
tion changes at RT occur even though the RT exposure takes place after separation of serum
from cells. Boyanton et al [17] analyzed the stability of 24 analytes in plasma and serum stored
at RT in contact with cells or after centrifugation and only found changes in these analytes
when samples were not separated from cells. Clark et al report changes of only a few percent in
fat-soluble vitamins [18] or various plasma analytes [19] when whole blood was stored over
several days at RT. Other studies on the influence of pre-centrifugation delay on metabolites
[20, 21] attribute the changes they observed to ongoing metabolism due to cells which are still
in contact with plasma/serum. But the ongoing changes even after serum separation in our
study and also in a study of Bernini [22] on plasma and serum samples kept at RT after centri-
fugation show that it is not only cells, but probably also enzymes which are secreted or released
upon cell damage prior to centrifugation, which account for these changes.

Our results also demonstrate that not all metabolites are equally sensitive to pre-analytical
handling conditions. A broad panel of metabolites is therefore necessary to differentiate ‘good’
vs. ‘bad’ handling, as has also been shown by Kamlage et al. in a study on blood and plasma
processing [23].
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Fig 6. Metabolite concentration ratios for classification of sample quality. Plot of the two metabolite concentration ratios selected by the classification
tree out of the 10 most important variables for classification (Fig 4), shown for all samples under different pre-storage handling conditions; cut-off values from
the classification tree are shown as horizontal/vertical lines, the red area indicates samples classified as ‘bad’ pre-analytical quality by the classification tree;
three samples from the training set (24 and 36 h RT samples of participant Nr. 19, 24 h RT sample of Nr. 18) and two from the test set (24 and 36 h RT of Nr.
17) are wrongly classified as good, giving a misclassification rate of 0.042 on the training set (12 participants) and 0.048 on the test set (7 participants).

doi:10.1371/journal.pone.0121495.9g006

With the targeted metabolomics approach in our study, we find the most pronounced
changes in amino acids and phosphatidylcholines. Increases in amino acids can be due to pro-
tein degradation processes. This assumption is supported by the fact that in this study increases
are especially pronounced for those amino acids which occur with high frequency in proteins
(e.g., isoleucine, glycine and serine). In contrast, amino acids with low frequencies in proteins,
e.g. tryptophan, do not show marked changes. An exception to this is phenylalanine, which
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increases clearly in our study. This could be due to the fact that there are only a few degrading
pathways for phenylalanine in the cells, which leads to accumulation of phenylalanine.

We find the most striking changes for the group of lysophosphatidylcholines. All of the 9
measured lysophosphatidylcholines—with the single exception of lysoPC(18:2)—increase
clearly with handling at RT. In a study conducted by Yang et al [24] with rat plasma kept at
37°C and 4°C for up to 24 hours, the authors also report pronounced increases of up to over
500% in lysophosphatidylcholines, interestingly also with the exception of lysoPC(18:2). At the
same time, phosphatidylcholines decrease in our study. Phosphatidylcholines can be hydro-
lyzed to free fatty acids and lysophosphatidylcholines by phospholipase A2. Phospholipase A2
is a superfamily of enzymes which specifically hydrolyze the sn-2 ester bond of phospholipid
substrate, giving a free fatty acid and a lysophospholipid. The family consists of secreted as well
as cytosolic and lysosomal enzymes [25]. Therefore it is plausible that phospholipase A2 could
be present in serum samples, either as secreted enzyme or due to release upon cell rupture be-
fore phase separation. These changes are already visible after 12 hours at RT.

We do find minor changes in some of the metabolites due to storage on wet ice. Changes
are less pronounced and, in most of the metabolites, are first visible after 24 hours of post-cen-
trifugation storage delay. Less pronounced and later changes in metabolites due to handling at
4°C as compared to RT have also been found by other authors. Yang et al [16] report clear in-
creases in lysophosphatidylcholines at 4°C, but changes are considerably smaller than at 37°C.
Yin [21] finds that the plasma metabolome is stable for up to four hours on ice without plasma
separation, whereas changes occur after a room temperature exposure of only 2 hours. A pre-
centrifugation delay of 24 hours at 4°C did not influence the proton NMR spectroscopic profile
of human serum, whereas the same delay at room temperature had a visible impact on the pro-
file [20]. Bernini et al [22] find slight changes in the first PLS-CA component measured by pro-
ton NMR metabolic profiling in uncentrifuged serum and plasma at 4°C and clearly more
pronounced changes at 25°C. Our study with serum after phase separation shows that storage
on wet ice is an acceptable alternative if immediate freezing of samples is not possible. Howev-
er, as there are ongoing changes in the samples, the storage on wet ice should be kept as short
as possible to keep samples unchanged.

Independent internal measure for pre-analytical sample quality

Opverall, a clear signature of degradation of the RT samples is visible in this data set. This is in-
dicated on the one hand by increases in amino acids, which reflects degradation of proteins,
and on the other hand by increases in lysophosphatidylcholines and decreases in phosphatidyl-
cholines, probably caused by the action of phospholipase A2 as described above. Inter-individ-
ual differences are still much larger, though, as can be seen by principal component analysis
(PCA, Fig 3).

The first components of this PCA do not differentiate between handling conditions or dura-
tion of pre-storage delay. Samples rather cluster according to individual donor, indicating that
differences in individual metabolite levels are larger than changes due to pre-storage handling
conditions. In the study conducted by Yang et al [16] with rat plasma samples, PCA gives a
clear distinction between 4° vs. 37°C samples and between samples which are kept at 37°C for
shorter vs. longer time intervals. This may be due to the low number of individuals used in
Yang's study (3 rats) and to lower individual variation in metabolic profiles of laboratory
animals.

To account for individual differences in our samples we decided to analyze metabolite ra-
tios. Thereby we focus on the metabolic processes that lead to changes in metabolite concentra-
tions and achieve a normalization of individual metabolite levels. The ratios with the highest
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significances are those between different amino acids, in particular those including glutamine.
Glutamine is the only amino acid with a decreasing trend, though not significant as a single
metabolite. The decrease is probably due to oxidation of glutamine to glutamate. Unfortunately
glutamate was not measured in our panel.

An important result of this study is the development of a model for the distinction between
‘good” and ‘bad’ pre-analytical quality samples. We used a two-stage process involving Random
Forest analysis and a classification tree to find the variables and cut-off values for this distinc-
tion. The result was that the ratios of total lysophosphatidylcholine to total phosphatidylcho-
line and of glutamine to serine can be used to effectively assess prolonged room temperature
exposure of a sample. Similar metabolite ratios involving other lysophosphatidylcholine and
phosphatidylcholine species and other amino acids, thus representing the same two metabolic
processes, gave very similar results.

This study is a first attempt to enable researchers to test their samples for pre-analytical
quality before using them for cost- and labour-intensive analysis and is a step towards intro-
ducing quality control procedures in biobanking.

Our model classifies all samples kept on wet ice as ‘good’ quality samples. In contrast, 26%
of samples kept at RT are already classified as ‘bad’ quality after 12 hours of pre-storage delay.
This leads to the clear recommendation to strictly avoid RT handling of serum samples in bio-
banks or studies.

Freeze thaw

Especially with older samples, which have not always been aliquoted in appropriate portions
right from the beginning of storage, repeated thawing and freezing is an issue in biobanks. We
wanted to know if repeated freeze-thaw cycles pose a major problem for the targeted analysis
of metabolites. We restricted the number of freeze-thaw cycles analyzed to four, because we
think that this is a number that may reflect reality in today’s biobanking.

Freezing/thawing is known to induce conformational changes leading to aggregation or deg-
radation of proteins [26]. In our study, except for slight, non-significant increases in glycine,
methionine, tryptophan, phenylalanine and tyrosine, we do not find major changes in concen-
trations of the 127 metabolites in serum after up to four freeze-thaw cycles. The analysis of me-
tabolite ratios in freeze-thawed samples only yields one ratio with a significant p-value and a
moderate p-gain, the ratio between glycine and threonine. The slight increase in phenylalanine
and other amino acids may indicate some degradation of proteins which occurs during thawing
and refreezing and reflects slightly ongoing metabolism, as found by Wood [27] for plasma ara-
chidonic acid. But from the fact that metabolite ratios are only moderately affected by freeze-
thaw cycles, we conclude that no pronounced metabolic processes occur in these samples. Ziv-
kovic [28] also finds few changes in serum lipid composition due to up to three freeze-thaw cy-
cles and Cuhadar et al [29] report good stability of 17 routine chemistry analytes in serum in
up to ten freeze-thaw cycles. In contrast, Fliniaux [20] observes a visible impact of freeze-thaw
cycles on the metabolic profiles of serum samples, measured by an untargeted proton NMR
spectroscopy approach. Therefore, even if changes are not pronounced, caution has to be taken
when sensitive molecules are selected for biomarker studies and pre-analytical conditions have
to be carefully controlled.

In summary, our data show pronounced changes in various metabolites from different me-
tabolite groups due to pre-storage handling at RT. Increases in concentrations are especially
pronounced for amino acids and lysophosphatidylcholines. Individual samples can be classi-
fied as ‘good’ or ‘bad’ pre-analytical handling samples by analyzing certain metabolite ratios.
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As changes are already clearly visible after 12 hours for a range of metabolites, handling at
RT should be strictly avoided in biobanks.

Our model classifies samples handled on wet ice as ‘good’ quality samples. We do find slight
changes in some metabolites in those samples, though, which mainly take place after 24 hours
of pre-storage delay. Therefore, biobanks should aim to reduce handling time of samples on
wet ice and store samples at -80°C or on dry ice as soon as possible.

In contrast, up to four freeze-thaw cycles do not pose a major problem for the metabolites
measured in our panel.

Supporting Information

S1 Fig. Change in concentration ratio between glycine and threonine due to up to four
freeze-thaw cycles; this metabolite ratio has a significant p-value for the linear regression
model for number of freeze-thaw cycles, but only a moderate p-gain of 10154 (< 10*8001).
(TIF)

$2 Fig. Change in phenylalanine concentration due to up to four freeze-thaw cycles; the p-
value for the linear regression model for number of freeze-thaw cycles is not significant.
(TIF)

S1 Table. List of all 163 metabolites measured with full name (column A), short name (col-
umn B) and name used in the Biocrates AbsoluteIDQ p150 kit (column C); the 127 metab-
olites which passed quality control are shown in black; the 26 metabolites that were
excluded due to either having a coefficient of variation (CV) over 25% in 20 pool samples
measured on 4 plates (column E) or more than 50% of all measurements below LOD (col-
umn F) are shown in grey and the reason for exclusion is highlighted in grey; in column G
and H the mean concentration and standard deviation of all reference samples of the 19
participants for the metabolites that passed quality control are given; column I, J and K de-
pict p-values of the linear regression model for time, temperature and interaction (signifi-
cant ones are shown in bold and highlighted in grey) and column L indicates the direction
of the change for the metabolites with significant p-values; column M shows the p-values
for the linear regression model for freeze-thaw cycles.

(XLS)

S2 Table. a) List of metabolite ratios with significant p-values and p-gains higher than
240030 for temperature, time or overall model; b) list of the three metabolite ratios with
significant p-values for number of freeze-thaw cycles; none of the three fulfills the demand
of a p-gain higher than 80010.

(XLS)

S3 Table. List of variable combinations out of the top ten variables used for classification
trees to divide samples into ‘good’ or ‘bad’ pre-analytical quality and misclassification rates
for the training set (12 participants) and the test set (7 participants).

(XLS)
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S1Table

List of all 163 metabolites measured with full name (column A), short name (column B) and
name used in the Biocrates AbsoluteIDQ p150 kit (column C); the 127 metabolites which
passed quality control are shown in black; the 26 metabolites that were excluded due to either
having a coefficient of variation (CV) over 25% in 20 pool samples measured on 4 plates
(column E) or more than 50% of all measurements below LOD (column F) are shown in grey
and the reason for exclusion is highlighted in grey; in column G and H the mean
concentration and standard deviation of all reference samples of the 19 participants for the
metabolites that passed quality control are given; column I, J and K depict p-values of the
linear regression model for time, temperature and interaction (significant ones are shown in
bold and highlighted in grey) and column L indicates the direction of the change for the
metabolites with significant p-values; column M shows the p-values for the linear regression
model for freeze-thaw cycles.

Metabolite name Short name Short name (Kit 150p) Molecule class  CV of pool samples  Proportion of meas Mean of referer Standard deviati p-value of inear regression model direction of p value of linear regression model
(light gray: metabolites that did not pass QC) time temperature time:temperature freeze-thaw

Camitine co co Acylcaitine 0,038 0,000 39,563 8215 0525 0093 0066 0410
Decanoylcamnitine cio c1o Acylcamitine 0084 0004 0366 0138 0629 0160 0027 0,082
Decadienylcanitine c10:2 c102 Acylcamitine 0,102 0056 0045 0010 0578 200E05 0174 - 0,608
Dodecanoylcamitine c12 ci2 Acylcaitine 0,103 0019 0,114 0039 0253 0937 0968 0,360
Tetradecanoylcanitine c4 ca Acylcamitine 0,154 0,187 0051 0014 0578 0731 0,859 0,225
Tetradecenoylcamitine cl4 c1a Acylcaitine 0,109 0,000 0,123 0040 0391 0689 0203 0,902
Tetradecadienylcanitine c14:2 c142 Acylcaitine 0127 0,000 0037 0014 0546 0027 0033 0670
Hexadecanoylcanitine c1e c1e Acylcaitine 0112 0,000 0,110 0020 0014 0108 0746 0,686
Octadecanoylcarnitine c18 c18 Acylcamitine 0,186 0,004 0037 0008 0625 0945 0909 0819
Octadecenoylcamitine clg: cig Acylcamitine 0,133 0,000 0210 0068 0842 053 0021 0,892
Octadecadienylcamitine c18:2 cl82 Acylcamitine 0,143 0,000 0082 0020 0593 0198 0252 0,042
Acetylcanitine c2 c2 Acylcaitine 0,065 0,000 6,885 2237 0216 0006 0012 0,851
Propionylcarnitine c3 c3 Acylcamitine 0079 0,000 0447 0185 0279 0076 0032 0,548
Malonylcamitine (Hydroxybutyrylcarnitine) C3-DC (C4-OH) C3-DC (C4-OH) Acylcaitine 0,159 0270 0043 0012 0983 0433 0631 0910
Butyrylcamitine c4 [ Acylcamitine 0082 0,000 0,19 0058 0443 0860 0278 0,980
Butenylcanitine

Valerylcarnitine cs cs Acylcamitine 0,130 0,000 0,148 0043 0626 0216 0718 0,690
Hexanoylcarnitine (Fumarylcarnitine) C6 (C4:1-DC) C6 (C4:1-DC) Acylcamitine 0096 0232 0082 0025 0854 0511 0,361 0,797
Pimelylcamitine c7-nC c7-0c Acylcamitine 0,158 0277 0044 0013 0030 0056 0046 0417
Octanoylcarnitine c8 cs Acylcaitine 0,084 0,266 0232 0,081 0967 0117 0198 0,849
Octenoylcanitine c8:t ca: Acylcamitine 0,137 0,000 0088 0039 0777 0246 0016 0,689
Nonaylcarnitine co co Acylcaitine 0,192 0052 0,040 0017 0666 0968 0889 0126
Arginine Arg Arg Amino acid 0088 0,000 105,553 16070 0016  1,05E-05 9,98E-05 + 0,031
Glutamine Gin Ghn Amino acid 0,087 0,000 617,684 61,371 0062 0394 0077 0337
Glycine aly cly Amino acid 0096 0,000 251,316 41307 155604 227E-10  1,50E-07 + 0016
Histidine His His Amino acid 0,095 0,000 87,563 9768 0568 0001 0016 0,104
Methionine Met Met Amino acid 0,102 0,000 38442 6428 0747 0052 0039 0,068
Omithine om om Amino acid 0,088 0,000 67,968 11,265 0,074 596E-10 2,49E-07 + 0533
Phenylalanine Phe Phe Amino acid 0,089 0,000 62,426 12,033 1ATE-07 487EA4 148E42 + 0013
Proline Pro Pro Amino acid 0,066 0,000 249,684 45923 0724 0066 _ 0032 0,601
Serine Ser Ser Amino acid 0,102 0,000 115,863 16932 751E-07 358EA5 7,58E-14 + 0,030
Threonine Thr Thr Amino acid 0,107 0,000 115,447 19402 0704 0001 0,003 0318
Tryptophan ™ ™ Amino acid 0071 0,000 86,742 7468 0284 0263 0056 0,261
Tyrosine Tyr Tyr Amino acid 0,081 0,000 78,621 14665 0823 0006 0010 0,033
Valine Val Val Amino acid 0,091 0,000 366,895 46717 0463 0113 0030 0,163
Leucine+lsoleucine Leutlle xLeu Amino acid 0,096 0,000 248,158 30,631 0204 G41E06 0001+ 0175
Lysophosphatidyicholine LPC(14:0) IysoPC(14:0) lysoPC a C14:0 Glycerophospholipid 0,130 0404 25503 0683 1,84E-09 632E-18 1,58E-24 + 0192
Lysophosphatidylcholine LPC(16:0) IysoPC(16:0) IysoPC a C16:0 Glycerophospholipid 0,078 0,000 93,605 16783 393E-24 165E25 2,94E-51+ 0,163
Lysophosphatidyicholine LPC(16:1) IysoPC(16:1) lysoPC a C16:1 Glycerophospholipid 0084 0,000 3072 0797 124E-09 360E-18 2,02E-23 + 0,767
Lysophosphatidylcholine LPC(17:0) IysoPC(17:0) IysoPC a C17:0 Glycerophospholipid 0127 0,000 1,537 0380 232647 141E21 1,17E-40 + 0,103
Lysophosphatidyicholine LPC(18:0) IysoPC(18:0) lysoPC a C18:0 Glycerophospholipid 0079 0,000 23674 4788 105E-25 109E-25 3,64E-53 + 0025
Lysophosphatidylcholine LPC(18:1) IysoPC(18:1) IysoPC a C18:1 Glycerophospholipid 0,079 0,000 22,179 4712 3ATEA0 190E21 339E31 + 0,226
Lysophosphatidyicholine LPC(18:2) IysoPC(18:2) lysoPC a C18:2 Glycerophospholipid 0057 0,000 33,868 8496 0786 0178 0267 0,802
Lysophosphatidylcholine LPC(20:0) IysoPC(20:3) IysoPC a C20:3 Glycerophospholipid 0,098 0,000 2687 0844 302605 B71E-15 1,01E-14 + 0,768
Lysophosphatidylcholine LPC(20:4) IysoPC(20:4) lysoPC a C20:4 Glycerophospholipid 0,089 0,000 7230 1276 2,85E-05 638E-14 3,62EA7 + 0424
Diacylphosphatidylcholine PC(28:1) PC(28:1) PC aa C28:1 Glycerophospholipid 0,094 0,000 2228 0522 0351 0938 0135 0,543
Diacylphosphatidylcholine PC(30:0) PC(30:0) PC aa C30:0 Glycerophospholipid 0070 0,000 3694 1108 0021 300E-06 1,14E-05 - 0,585
Diacylphosphatidylcholine PC(32:0) PC(32:0) PC aa C32:0 Glycerophospholipid 0063 0,000 14,247 2,181 0141 570E05  0015- 0,728
Diacylphosphatidylcholine PC(32:1) PC(32:1) PC aa C32:1 Glycerophospholipid 0,079 0,000 18,655 5991 7,80E-10 7,04E-12 7,34E-19 - 0,168
Diacylphosphatidylcholine PC(32:2) PC(32:2) PC aa C32:2 Glycerophospholipid 0,099 0,000 3257 1376 0002 452E-08 3,87E-09 - 0,653
Diacylphosphatidylcholine PC(32:3) PC(32:3) PC aa C32:3 Glycerophospholipid 0,116 0,000 0459 0103 0014 0005 0122 0917
Diacylphosphatidylcholine PC(34:1 PC(34:1 PC aa C34:1 Glycerophospholipid 0067 0,000 247,421 53564 0056 454E-04 0014 0,938
Diacylphosphatidylcholine PC(34:2 PC(34:2 PC aa C34:2 Glycerophospholipid 0,076 0,000 524,105 101942 0005 4,72E-06 7,78E-05 - 0735
Diacylphosphatidyicholine PC(34:3 PC(34:3 PC aa C34:3 Glycerophospholipid 0074 0,000 19,005 4123 475605 1,04E-10 3,ME-M1 - 0415
Diacylphosphatidylcholine PC(34:4 PC(34:4 PC aa C34:4 Glycerophospholipid 0,085 0,000 1,858 0535 0008 161E05 0004 - 0933
Diacylphosphatidylcholine PC(36:0) PC(36:0 PC aa C36:0 Glycerophospholipid 0082 0,000 3124 0717 084 0376 0972 0430
Diacylphosphatidylcholine PC(36:1 PC(36:1 PC aa C36:1 Glycerophospholipid 0,083 0,000 38,321 9038 0570 0090 0432 0,408
Diacylphosphatidyicholine PC(36:2 PC(36:2 PC aa C36:2 Glycerophospholipid 0065 0,000 272,158 59129 0009 205604 0007 0,807
Diacylphosphatidylcholine PC(36:3 PC(36:3 PC aa C36:3 Glycerophospholipid 0,065 0,000 164,526 35779 0035 0009 0027 0,669
Diacylphosphatidyicholine PC(36:4) PC(36:4 PC aa C36:4 Glycerophospholipid 0066 0,000 230,158 36842 0093 0006 0031 0,533
Diacylphosphatidylcholine PC(36:5 PC(36:5 PC aa C36:5 Glycerophospholipid 0,072 0,000 26,116 6823 0009 6A7E05 0001 - 0,965
Diacylphosphatidyicholine PC(36:6, PC(36:6 PC aa C36:6 Glycerophospholipid 0,103 0,000 0754 0241 0082 0099 0441 0,769
Diacylphosphatidylcholine PC(38:0) PC(38:0 PC aa C38:0 Glycerophospholipid 0,076 0,000 2862 0708 0952 0985 0195 0878
Diacylphosphatidylcholine PC(38:1 PC(38:1 PC aa C38:1 Glycerophospholipid 0,181 0,000 1426 0373 0175 0556 0300 0921
Diacylphosphatidylcholine PC(38:3) PC(38:3) PC aa C38:3 Glycerophospholipid 0,063 0,000 42,105 11018 0863 0841 0470 0,901
Diacylphosphatidylcholine PC(38:4) PC(38:4) PC aa C38:4 Glycerophospholipid 0065 0,000 89,847 13767 0162 0332 0753 0,368
Diacylphosphatidylcholine PC(38:5) PC(38:5) PC aa C38:5 Glycerophospholipid 0,065 0,000 51,768 8957 0272 0775 0180 0,592
Diacylphosphatidylcholine PC(38:6) PC(38:6) PC aa C38:6 Glycerophospholipid 0077 0,000 67,289 17470 0333 0651 0,656 0435
Diacylphosphatidylcholine PC(40:2 PC(40:2 PC aa C40:2 Glycerophospholipid 0,190 0,000 0348 0058 0504 0566 0846 0517
Diacylphosphatidylcholine PC(40:3 PC(40:3 PC aa C40:3 Glycerophospholipid 0,102 0,000 0,608 017 0844 0677 0606 0,020
Diacylphosphatidylcholine PC(40:4) PC(40:4 PC aa C40:4 Glycerophospholipid 0092 0,000 3028 0662 0981 0446 0086 0,577
Diacylphosphatidylcholine PC(40:5, PC(40:5 PC aa C40:5 Glycerophospholipid 0,067 0,000 9,796 2246 0527 0791 0,936 0,567
Diacylphosphatidyicholine PC(40:6, PC(40:6 PC aa C40:6 Glycerophospholipid 0072 0,000 17,116 4705 0646 0992 0550 0,838
Diacylphosphatidylcholine PC(42:0) PC(42:0 PC aa C42:0 Glycerophospholipid 0,108 0,000 0357 0,081 0947 0946 0165 0,296
Diacylphosphatidylcholine PC(42:1 PC(42:1 PC aa C42:1 Glycerophospholipid 0115 0,000 0,185 0042 0842 0613 0775 0,956
Diacylphosphatidylcholine PC(42:2) PC(42:2) PC aa C42:2 Glycerophospholipid 0175 0,000 0,128 0034 0225 0979 0645 0,363
Diacylphosphatidylcholine PC(42:4) PC(42:4) PC aa C42:4 Glycerophospholipid 0,188 0,000 0127 0035 0472 0578 0312 0,586
Diacylphosphatidylcholine PC(42:5) PC(42:5) PC aa C42:5 Glycerophospholipid 0133 0,000 0332 0073 0834 080 0889 0,149
Acylalkylphosphatidylcholine PC(O-30:0) PC(0-30:0) PC ae C30:0 Glycerophospholipid 0117 0,000 0404 0099 0090 0005 0076 0,560
Acylalkylphosphatidylcholine PC(0-30:2) PC(0-30:2) PC ae C30:2 Glycerophospholipid 0,198 0,000 0,099 0024 0560 0269 0015 0,242
Acylalkylphosphatidylcholine PC(0-32:1) PC(0-32:1) PC ae C32:1 Glycerophospholipid 0072 0,000 3202 0455 0223 0020 0285 0,752
Acylalkylphosphatidyicholine PC(0-32:2) PC(0-32:2) PC ae C32:2 Glycerophospholipid 0,112 0,000 0772 0107 0345 0119 0623 0538
Acylalkylphosphatidyicholine PC(0-34:0) PC(0-34:0) PC ae C34:0 Glycerophospholipid 0,109 0,000 1,450 0380 0043 0058 0187 0,242
Acylalkylphosphatidylcholine PC(0-34:1) PC(0-34:1) PC ae C34:1 Glycerophospholipid 0,066 0,000 10,886 1826 0086 465E-05 0,027 - 0,652
Acylalkylphosphatidyicholine PC(0-34:2) PC(0-34:2) PC ae C34:2 Glycerophospholipid 0,069 0,000 12,324 2700 0088 0013 0140 0,867
Acylalkylphosphatidyicholine PC(0-34:3) PC(0-34:3) PC ae C34:3 Glycerophospholipid 0,061 0,000 7,656 1,831 0361 0900 0524 0,777
Acylalkylphosphatidyicholine PC(O-36:0) PC(0-36:0) PC ae C36:0 Glycerophospholipid 0,128 0,000 1,006 0202 0714 0034 0536 0,112
Acylalkylphosphatidylcholine PC(O-36:1 PC(0-36:1 PC ae C36:1 Glycerophospholipid 0,088 0,000 7512 1649 0123 0047 0585 0,849
Acylalkylphosphatidylcholine PC(O-36:2 PC(0-36:2 PC ae C36:2 Glycerophospholipid 0064 0,000 13,492 3188 0035 263E04 0026 0970
Acylalkylphosphatidyicholine PC(O-36:3 PC(0-36:3 PC ae C36:3 Glycerophospholipid 0,069 0,000 7,193 1,461 0328 0070 0297 0,565
Acylalkylphosphatidylcholine PC(O-36:4 4) PC ae C36:4 Glycerophospholipid 0064 0,000 20211 3696 0627 0595 0383 0,944
Acylalkylphosphatidyicholine PC(O-36:5 PC(0-36:5 PC ae C36:5 Glycerophospholipid 0,060 0,000 11,903 1,921 0809 0388 0246 0,795
Acylalkylphosphatidylcholine PC(O-38:0) PC(0-38:0 PC ae C38:0 Glycerophospholipid 0069 0,000 1,835 0375 0929 0748 0976 0416
Acylalkylphosphatidylcholine PC(O-38:2 PC(0-38:2 PC ae C38:2 Glycerophospholipid 0,116 0,000 2114 0433 0017 0092 0,119 0514
Acylalkylphosphatidyicholine PC(O-38:3 PC(0-38:3 PC ae C38:3 Glycerophospholipid 0,075 0,000 3,304 0839 0431 0911 0917 0,826
Acylalkylphosphatidylcholine PC(O-38:4 PC ae C38:4 Glycerophospholipid 0071 0,000 14,079 2312 0832 0853 0745 0,555
Acylalkylphosphatidyicholine PC(O-38:5 PC ae C38:5 Glycerophospholipid 0,058 0,000 19,058 2909 0602 0701 0,636 0821
Acylalkylphosphatidylcholine PC(O-38:6 PC ae C38:6 Glycerophospholipid 0,066 0,00 7,443 1366 0975 0720 0402 0670
Acylalkylphosphatidyicholine PG(O-40:0 PC ae C40:0 Glycerophospholipid 0,051 0,142 6,626 1362 0650 0867 0734 0332
Acylalkylphosphatidyicholine PC(O-40:1 PC ae C40:1 Glycerophospholipid 0099 0,000 1472 0342 0658 0775 0859 0,220
Acylalkylphosphatidyicholine PC(0-40:2 PC ae C40:2 Glycerophospholipid 0,091 0,000 1,373 0325 048 0810 0940 0,859
Acylalkylphosphatidylcholine PC(0-40:3 PC ae C40:3 Glycerophospholipid 0,121 0,000 0999 0183 0137 018 0272 0,047
Acylalkylphosphatidyicholine PC(0-40:4 PC ae C40:4 Glycerophospholipid 0,072 0,000 2815 0442 0326 0204 0548 0,862
Acylalkylphosphatidylcholine PC(O-40:5 PC ae C40:5 Glycerophospholipid 0095 0,000 3387 0672 0842 0751 0,765 0,608
Acylalkylphosphatidyicholine PC(0-40:6 PC(0-40:6 PC ae C40:6 Glycerophospholipid 0,076 0,000 4519 1002 0277 087 0,101 0474
Acylalkylphosphatidylcholine PC(0-42:1) PC(0-42:1) PC ae C42:1 Glycerophospholipid 0,159 0,000 0403 0075 0660 0903 0625 0,549
Acylalkylphosphatidylcholine PC(0-42:2) PC(0-42:2) PC ae C42:2 Glycerophospholipid 0134 0,000 0494 0082 0683 0126 0215 0732
Acylalkylphosphatidylcholine PC(0-42:3) PC(0-42:3) PC ae C42:3 Glycerophospholipid 0,091 0,000 0793 0152 0405 0940 0434 0,751
Acylalkylphosphatidyicholine PC(O-42:4) PC(0-42:4) PC ae C42:4 Glycerophospholipid 0071 0,000 0878 0,191 0579 0852 0251 0,169
Acylalkylphosphatidylcholine PC(0-42:5) PC(0-42:5) PC ae C42:5 Glycerophospholipid 0,068 0,000 2,181 0432 084 0400 0608 0,489
Acylalkylphosphatidylcholine PC(O-44:4) PC(0-44:4) PC ae C44:4 Glycerophospholipid 0121 0,000 0,360 0084 0548 0814 0273 0339
Acylalkylphosphatidyicholine PC(0-44:5) PC(0-44:5) PC ae C44:5 Glycerophospholipid 0087 0,000 1,541 0442 0941 0964 0604 0,805
Acylalkylphosphatidylcholine PC(0-44:6) PC(0-44:6) PC ae C44:6 Glycerophospholipid 0,064 0,000 0924 0215 0679 0515 0207 0717
Hydroxysphingomyelin SM(32:2(OH)) SM(32:2(0H)) SM (OH) C14:1 Sphingolipid 0064 0,000 5,550 1325 0918 0043 0154 0,944
Hydroxysphingomyelin SM(34:2(0H)) SM(34:2(0H)) SM (OH) C16:1 Sphingolipid 0,076 0,000 2,561 0604 0701 0053 0097 0633
Hydroxysphingomyelin SM(40:2(OH)) SM(40:2(0H)) SM (OH) C22:1 Sphingolipid 0,081 0,000 8616 231 0622 0227 0557 0,905
Hydroxysphingomyelin SM(40:3(OH)) SM(40:3(OH)) SM (OH) C22:2 Sphingolipid 0,080 0,00 7,207 1522 0805 0037 0436 0943
Hydroxysphingomyelin SM(42:2(H)) SM(42:2(0H)) SM (OH) C24:1 Sphingolipid 0,145 0,000 0,766 0199 0812 0101 0,398 0,694
‘Sphingomyelin SM(34:1) SM(34:1) SM C16:0 Sphingolipid 0,056 0,000 90,147 12259 0799 0100 0316 0,832
‘Sphingomyelin SM(34:2) SM(34:2) SM C16:1 Sphingolipid 0067 0,000 12,833 1887 0838 0072 0437 0,279
‘Sphingomyelin SM(36:1) SM(36:1) SM C18:0 Sphingolipid 0,065 0,000 16,358 3,001 0906 0066 0179 0911
Sphingomyelin SM(36:2) SM(36:2) SMC18:1 Sphingolipid 0,069 0,000 8,111 1476 0201 0495 0350 0,520
Sphingomyelin SM(38:3) SM(38:3) SM C20:2 Sphingolipid 0,195 0,000 0355 0084 0614 0712 0324 0972
‘Sphingomyelin SM(42:1) SM(42:1) SM C24:0 Sphingolipid 0,085 0,000 13,737 2871 0663 0129 0182 0915
Sphingomyelin SM(42:2) SM(42:2) SM C24:1 Sphingolipid 0064 0,000 41858 7406 0746 0188 0556 0795
Sphingomyelin SM(44:1) SM(44:1) SM C26:0 Sphingolipid 0,229 0,000 0,113 0060 0314 0882  099% 0,022
‘Sphingomyelin SM(44:2) SM(44:2) SM C26:1 Sphingolipid 0223 0,000 0212 0089 0623 0237 0191 0,703

Hexose H1 H1 Sugar 0,059 0,000 4719,105 449,860 0,864 0377 0,269 0,929
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