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Abstract

Background—The stability of biomarkers in stored biomedical samples is crucial, especially

when storage is for extended periods of time. High-sensitivity CRP (Hs-CRP) is a biomarker of

low grade inflammation that is extensively used to identify and study cardiovascular and/or

inflammatory processes in clinical care and large epidemiologic studies. Therefore, assessing Hs-

CRP stability in archived samples at a given temperature is important to insure precision of

measurements over time and the validity of studies using archived samples.

Methods—We evaluated the stability of Hs-CRP in 30 randomly selected human serum samples

by measuring Hs-CRP concentrations in freshly collected sample [Hs-CRP (0)] and in the same

set of samples after 7–11 years of storage at −80°C [Hs-CRP (LT)].

Results—Hs-CRP did not significantly change up to 11 years of storage at −80°C as shown by a

negligible median difference between Hs-CRP (0) and Hs-CRP (LT), delta(Hs-CRP (0)- Hs-CRP

(LT)=−0.01, p=0.45. There was a good concordance and agreement between Hs-CRP (0) and Hs-

CRP (LT) as measured respectively by Lin's coefficient of correlation (ρC= 0.98) and Bland-

Altman analysis (mean difference=−0.02, 95% CI [−0.04–0.0045] p=0.107). In addition, the data

also suggest that the time elapsed between collection and Hs-CRP measurement does not affect

Hs-CRP stability over time when samples are kept under the appropriate conditions.

Conclusions—Long-term storage at −80°C for up to 11 years did not significantly affect the

stability of serum Hs-CRP. Given the cost and time for collecting fresh samples, this observation

represents an important finding for biomedical research and clinical care.

Keywords

C-reactive protein; archived samples; long-term storage; stability; biomedical research

To whom correspondence should be addressed: Ayo P Doumatey, doumateya@mail.nih.gov Center for Research on Genomics and
Global Health, NHGRI/NIH, 12 South Dr. Bldg12A-4047 Bethesda, MD 20852; Tel: (301) 451-0195; Fax: (301) 451-5426.

Publisher's Disclaimer: This is a PDF file of an unedited manuscript that has been accepted for publication. As a service to our
customers we are providing this early version of the manuscript. The manuscript will undergo copyediting, typesetting, and review of
the resulting proof before it is published in its final citable form. Please note that during the production process errors may be
discovered which could affect the content, and all legal disclaimers that apply to the journal pertain.

NIH Public Access
Author Manuscript
Clin Biochem. Author manuscript; available in PMC 2015 March 01.

Published in final edited form as:
Clin Biochem. 2014 March ; 47(0): 315–318. doi:10.1016/j.clinbiochem.2013.12.014.

N
IH

-P
A

 A
uthor M

anuscript
N

IH
-P

A
 A

uthor M
anuscript

N
IH

-P
A

 A
uthor M

anuscript



Background

Studies often use archived samples to retrospectively measure the concentrations of

biomarkers in plasma or serum [1–3]. This practice is particularly common among large

research consortia that combine biomarkers data assayed from samples stored in freezers

over varying time intervals, sometimes for several years after initial sample collection[4].

The increasing use of large biobanks to procure samples for research studies also means that

more investigators than ever are using samples stored at low temperatures for periods

ranging from months to years, even up to decades [5, 6]. These practices in biomedical

research raise the problem of stability of serum biomarkers over time as well as the validity

of the results of such studies.

C-reactive protein (CRP) is an important acute phase reactant protein in many epidemiologic

studies designed to investigate the relationship between inflammation and several chronic

conditions including heart disease and metabolic diseases. High-sensitivity CRP (Hs-CRP)

is routinely used in conjunction with lipid panels to access cardiovascular risk in clinics and

population studies [7, 8]. Like many other biomarkers, Hs-CRP concentrations may be

affected by preclinical handling and storage conditions. While manufacturers of the reagents

used to measure such biomarkers given some information about biomarkers stability in

biological fluids in the accompanying laboratory specifications, most of them do not have

data on stability that exceed periods of few months at −20°C [9, 10]. This leaves a

tremendous gap between what is known about the stability period of samples stored for few

months and samples stored for few years or decades. For example, issues surrounding the

long-term stability of serum Hs-CRP remain unresolved. One study reported that Hs-CRP

was stable in samples stored for a couple of years at −20°C [11] while others have reported

contradictory results from samples stored over long periods of time i.e. up to 10 years [12,

13]. Ishikawa S et al. found that Hs-CRP concentrations increased with time whereas

Nilsson, TK et al found that Hs-CRP concentrations were barely affected by long-term

storage at low temperature [13]. The two studies used different study designs, outcome

measurements, and also had different overall objectives, which could explain the observed

inconsistency. Therefore, the issue of Hs-CRP stability in human samples stored over

several years remains an open question. In contrast to most previous studies that have

assessed Hs-CRP stability, the focus of our study is to determine the effect of long-term

storage on Hs-CRP stability in one type of sample, namely serum. Evaluating the effects of

sample type (plasma, serum) or anticoagulant (citrate, EDTA) on Hs-CRP stability is outside

the scope of this study. Evaluating the expected stability of Hs-CRP after years of storage is

of potential utility to epidemiologic studies and biobanks that often conduct assays on serum

samples that have been banked for years to decades.

Materials and Methods

Subjects

The participants of this study were drawn from the Howard University study (HUFS), a

large population-based genetic epidemiology study of African Americans in Washington

DC, USA. The individuals in HUFS were healthy volunteers who were not ascertained on

any phenotype and were recruited between 2001 and 2008 [14]. All subjects included in this
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study provided written informed consent. The study was approved by the Howard University

Institutional Board Review [15]. The thirty (30) participants included in this analysis were

randomly selected from a subset of HUFS (N=1174) that consists of individuals that have

baseline Hs-CRP measured and have more than one serum aliquots archived.

Measurement of baseline Hs-CRP

Blood samples were obtained from participants in plain vacutainer tubes and allowed to clot

at room temperature for 1 hour and then spun to separate serum. Serum samples were stored

in externally threaded 2-ml cryovials. Each cryovial was filled with about 1.8 ml of serum

leaving about 0.2 ml of space to allow for liquid expansion during freezing.

Hs-CRP was measured on Cobas Integra 400 Plus using a latex particle-enhanced

immunoturbidimetric assay following the manufacturer's instructions (Roche Diagnostics,

Indianapolis, IN). The measuring range for this assay is 0.01–20 mg/dL. The baseline Hs-

CRP was obtained the day of collection when possible or samples are stored following

manufacturer's recommendations (stored at 4°C for 8 days or at −20°C for up to 3 years)

[10] and batch- assayed thereafter. The average storage time at −20°C before the baseline

Hs-CRP [Hs-CRP (0)] measurement was 3 months. After the baseline measurements, all

samples were stored at −80°C.

Measurement of Hs-CRP on archived samples

The 30 samples randomly selected for this study were slowly thawed at 4°C and then

thoroughly mixed before long-term Hs-CRP (Hs-CRP (LT)) was measured using the same

method as described above for the baseline measurement (Roche Diagnostics, Indianapolis,

IN). While the methodology remained the same throughout the study, the reagents were

slightly modified by the manufacturer to improve the assay performance. The accuracy

remains similar with a measuring range of 0.03–35mg/dL.

Statistical methods

All statistical analyses were run in SPSS version 19 and SAS package. Agreement between

Hs-CRP (0) and Hs-CRP (LT) was assessed using: Bland –Altman limits of agreement

analysis, Lin's concordance coefficient [16, 17] and the Wilcoxon signed rank test (a non-

parametric test for related samples test). Non-parametric correlation between the two

endpoints was also determined by Kendall's tau-b coefficient. To visualize the difference

between Hs-CRP (0) and Hs-CRP (LT) for each sample and across all samples, line plots

and Bland-Altman plots [16] were generated. To determine if the relationship between Hs-

CRP (0) and Hs-CRP (LT) is affected by the length of time elapsed between samples

collection and Hs-CRP measurement, the data was split into 3 groups: 1) samples assayed

between 0–8 days after collection; 2) samples assayed between 9–80 days and 3) samples

assayed more than 80 days after collection. The Wilcoxon signed rank test was used to

determine if the differences between the medians are statistically significant.
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Results

The mean age for the 30 individuals from which the samples were collected is 35.7 years.

Mean± STD for Hs-CRP at baseline (Hs-CRP (0)) is 0.24 ±0.3 mg/dL with a range of 0.01–

1.34 mg/dL and a median value of 0.13 mg/dl. Upon storage at −80°C for an average of 8.7

years (range: 7–11 years), we observed a slight increase in Hs-CRP concentrations (Mean ±

STD= 0.26±0.33 mg/dl, range [0.03–1.35 mg/dl] and median=0.14 mg/dL). However, the

increase was not statistically significant as shown by the Wilcoxon signed rank test statistics

(Z=−0.76, p= 0.44). Furthermore, Bland-Altman analysis, a measure of agreement, showed

no bias between the two measurements of Hs-CRP i.e. at baseline and after long-term

storage (mean difference= −0.02, p= 0.10 and 95% limits of agreement [−0.15–0.11])

(Figure 1A) and the absence of difference between the two measurements is also confirmed

by the two line plots representing Hs-CRP (0) and Hs-CRP (LT) respectively in the 30

samples (Figure 1B).

The correlation between Hs-CRP (0) and Hs-CRP (LT) is strong (Kendall's tau-b=0.87,

p<0.0001). Since high correlation does not always mean agreement or concordance, we also

estimated Lin's coefficient of correlation, ρc, which shows a high concordance between Hs-

CRP (0) and Hs-CRP (LT) (ρc = 0.98). Subset analysis based on the time elapsed between

sample collection and Hs-CRP measurement showed that the duration between collection

and testing did not significantly affect Hs-CRP concentrations (Figure 2).

Discussion

This study shows that serum Hs-CRP concentrations remain stable for up to 11 years at

−80°C. There was a slight increase (2%) in Hs-CRP level overtime that was not significantly

meaningful. Similar to the findings of this study, Ishikawa S et al. observed an increase in

Hs-CRP concentrations, but in contrast to this study's findings, the increase they reported

was statistically significant and more pronounced especially for samples that have low

baseline Hs-CRP[12]. The discrepancy between these two studies could be due to several

factors including the freeze/thaw cycle which can affect Hs-CRP stability by disrupting CRP

pentameric structure resulting in monomers that can be detected and thus lead to

overestimation of Hs-CRP concentrations.

While the effects of long -term storage on Hs-CRP have been investigated by others [12, 13,

18, 19], our study design is unique. In fact, we used a sample randomization procedure to

select our samples unlike other studies which either used randomly selected samples from

groups stratified based on Hs-CRP concentrations or used different type of samples for the

stability study (serum at baseline and plasma after long term storage). Secondly, samples

used in this study were fasting samples which is important for precision especially when the

assay principle, turbidimetry, depends on optical clarity. Thirdly, in this study we only

focused on the effect of long -term storage on a single type of sample, serum, to avoid the

intrinsic variability that may be introduced as confounder due to the use of different type of

samples. A change in analytical methods or change in reagent lots can influence the

accuracy of measurements. To minimize the effect of such change on our results, we have

used strict quality control processes such as retaining the same analytical methodology and
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manufacturer for all assays, re-assaying samples previously assayed with earlier reagent lots

using newly procured lots and accessing concordance between reagent lots.

A limitation of this study is the relatively small sample size. The increase in sample size in

such experiment may further narrow the limits of agreement interval between the before and

after storage Hs-CRP measurements and allow an enhanced generalization of our findings.

In conclusion, our study shows that Hs-CRP concentration is remarkably stable after long-

term storage in −80°C freezer for up to 11 years. These findings are significant for

investigators involved in international collaborations in which samples are shipped between

countries or studies involving the use of biobank samples.
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Published Highlights

• We evaluate the expected stability of CRP in serum samples banked for several

years.

• Long-term storage at −80°C has no apparent effect on CRP concentrations.

• The time elapsed between sample collection and CRP assay has no effect on

CRP stability.

• These findings provide useful operational data for epidemiological studies and

biobanks.
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Figure 1. Stability of serum Hs-CRP concentrations after long-term storage
A. Bland and Altman plot; green lines represent the 95% limits of agreement, dotted red line

represents the mean difference

B. Change in serum Hs-CRP among the 30 participants after long-term storage: Line plot

(_) green line represents serum Hs-CRP variation at baseline among the study participants.

(_) blue line represents serum Hs-CRP variation after long-term storage among the study

participants.

(▲) green triangle represents serum Hs-CRP at baseline for each study participant and (•)

blue dot represents serum Hs-CRP after long-term storage for each study participant.
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Figure 2. Change in serum Hs-CRP concentrations measured at baseline and after long-term
storage based on the time elapsed between sample collection and Hs-CRP (0) test
(_) green line represents serum HS-CRP variation at baseline among the study participants.

(_) blue line represents serum HS-CRP variation at after long term storage among the study

participants.

(▲) green triangle represents serum Hs-CRP at baseline for each study participant and (•)

blue dot represents serum Hs-CRP after long-term storage for each study participant.

(A) Samples assayed between 0–8 days after collection (n=10). (B) Samples assayed

between 9–80 days (n=12) and (C), samples assayed more than 80 days after collection

(n=8). Z, Wilcoxon signed rank test statistics, P is p-value.
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